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Purpose or Objective: The first whole-body clinical linac-MRI 
hybrid (linac-MR) began installation in November 2013 at our 
clinic. System components were transported through the 
maze of an existing clinical radiotherapy vault and 
reassembled within the vault without removal of any part of 
the vault. The world-first images from a linac-MR on a human 
volunteer were obtained in July 2014. Specific imaging and 
dosimetric evaluation are reported. 
 
Material and Methods: 
 
 
 
The linac-MR (Figure) consists of an isocentrically mounted 6 
MV linac that rotates in-unison with a bi-planar 0.5 T MRI in 
transverse plane. The Bo field and the central axis of the 6 
MV beam are parallel to each other. Feasibility of operation 
of concurrent MR imaging and linac-irradiation was confirmed 
in 2008 within a head prototype, while the current functional 
whole-body rotating linac-MR system is built on the 
engineering and physics developed and tested on the head 
prototype. The magnetic fringe field are optimized with the 
parallel configuration to results in insignificant entrance-dose 
increase and to avoid large increases in dose at tissue/air 
interfaces and any increase at beam exit due to electron 
return effect.  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Results: 
 
 
Currently, the whole body system is mechanically well 
balanced and rotates at 1 rpm, and provides because of its 
open-magnet design imaging and irradiation to tumours in all 
locations, including peripheral areas and breast. The system 
provides radiation output resulting in minimal dose 
perturbations in entrance dose, at internal tissue-air/lung 
interfaces as designed and no exit dose-increases. 3D 
magnetic field mapping demonstrates minimal perturbation 
in magnetic field homogeneity with gantry rotation which is 
easily and effectively shimmed by gradient coils. The Larmor 
Frequency varies with gantry angle due to the Bo interaction 
with room shielding and to the directional changes of the 
Earth’s magnetic relative, and closely follows predictions 
calculated previously. Angle dependent 3D magnetic field 
maps and Larmor Frequency are used to automatically and 
optimally create image acquisition parameters for any gantry 
angle. Metrics obtained at different rotating angles show that 
the image quality is comparable to those of clinical MRI 
systems, and thus satisfy the requirements for real-time MR-
guided radiotherapy. 
 
Conclusion: The system highlights (Table) are: 
6 MV linac; High-quality MR images during irradiation; 
parallel configuration to avoid strong angle-dependent 
shimming, and increased dose at beam exit and tissue-
air/lung interfaces; imaging and irradiation of all tumours 
including peripheral areas and breast; installation through 
the maze of existing vaults; cryogen-free superconducting 
magnet; magnet turns on or off in minutes for safe servicing 
of magnetic components. 
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Purpose or Objective: In the field of Adaptive Radiation 
Therapy (ART), non-linear transformation models should be 
considered to take into account complex motion and 
anatomic variations. In order to follow and then predict 
intra-organ dynamic, a novel voxel-by-voxel approach has 
been proposed using epidemic model. The susceptible-
infected-susceptible (SIS) model was applied to radiotherapy 
treatments to predict morphological variations in the Head 
and Neck (H&N) region and to follow single voxel motion and 
warping. 
 
Material and Methods: 360 daily MVCT studies of 12 H&N 
patients treated by Tomotherapy® were retrospectively 
analyzed. Deformable image registration (DIR) and automatic 
structures re-contouring were performed by RayStation® 
treatment planning system (TPS). The study focused on 
parotid glands (PG) identified by previously studies such as 
organs systematically affected by warping. Using the 
epidemic model, PG shrinkage was evaluated considering 
each voxel as a single subject and the deformed vector field 
(DVF) as an infection. A dedicated IronPython® script was 
developed to export daily coordinates and DVF displacements 
from the deformed mesh grid obtained by the TPS for each 
vertex of the region of interest (ROI) contouring. Finally, the 
SIS model was developed by a MATLAB® home-made 
simulation tool.  
 
Results: The patients’ validation was obtained by splitting 
susceptible (S) and infectious (I) cases; 0.4cm of voxel 
displacement was set as clinical threshold within a [0÷1cm] 
range of warping. Correlation between epidemic model and 
daily PG shrinkage was carried out by dynamic time warping 
(DTW) algorithm applied to the SIS parameters. A DTW 
distance of 2.39±0.66 was obtained setting the contact rate 
at 7.55±0.69 and the recovery rate at 2.45±0.26; birth rate 
was not counted in a constant population hypothesis. A 
physician’s multiple-blind evaluation confirmed that PG 
warping evolution could be predicted, applying the SIS 
model, in almost 65% of patients.  
 
 
 
Conclusion: Combining epidemic model with ART and image 
systems can on-line support and validate daily setup and 
assess anatomical warping. In this novel approach, 
contrariwise to a time series analysis of the whole organ, 
specific and localized intra-organ variation could be 
detected. Moreover, integrating a dose accumulation 
evaluation, the SIS model could aid clinic decision making to 
suggest possible re-planning during the 6 weeks of therapy. A 
3D model of the ROI can be generated and its evolution 
during the treatment course can be investigated. 
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Purpose or Objective: Quantification of the delivered dose is 
one of the most important feature in inter-patient variability 
in radiation treatment. Difference between planned and 
accumulated doses contains different uncertainties due to 
set-up errors, patient movement and anatomy variations. 
Shrinkage of Parotid Glands (PG) in Head and Neck (H&N) 
patients is a major issue in accumulation of the delivered 
dose. This study investigates Target and Organs at Risks 
(OARs) variations during the treatment course and their 
dosimetric consequences. We evaluated the effect of 
replanning on the deformed structure during the course of 
treatment. 
 
Material and Methods: Six patients with H&N cancer treated 
by Tomotherapy (SIB 66 Gy, 60 Gy, 54 Gy in 30 Daily 
Fractions) have been, retrospectively, enrolled. Through 
Planned Adaptive® software each delivered fraction have 
been recalculated on daily imaging to obtain the daily dose 
(DMVCT). Deformable image registration (DIR), using 
Raystation (v.4.7.2), have been performed to propagate the 
structures along the treatment course. The planned doses 
were mapped (DDVF) using the deformed vector field (DVF) 
matrix. The DVF obtained from the reverse DIR was used to 
deform DMVCT to match the planning kVCT; we obtain a 
voxel by voxel association of DMVCT in a single image 
dataset. DDVF and DMVCT were compared performing 3D-γ 
analysis (2 mm, 2%) to evaluate the agreement on 3D 
distribution and warped structures. Two replanning strategies 
were adopted during the 18th fractions: (1) re-plan on 
original target and deformed OARs (D18,OAR) and (2) re-plan 
on deformed target and deformed OARs (D18).  
 
Results: DDVF and DMVCT did not show a good consistency 
(3D γ-passing rate = 85 ± 1 %, p<0.001). DDVF was 
significantly (p<0.01) lower than DMVCT in term of average 
doses in PG (12.2 ± 10.3 %). Smaller differences were 
founded in average doses to the PTVs (2.6 ± 2.1 %). γ-passing 
rate and dosimetric variation to PG and PTVs did not show 
relevant correlation (p>0.05). Parotid gland showed a 
systematic shrinking during the course of treatment 
quantifiable in about 4% volume reduction for week of 
treatment. Full accumulation of dose showed an increase of 
the average dose to PG of 3.0 Gy ± 3.3 Gy [-4.6 Gy ÷ 7.7 Gy]. 
PTV volume variations were negligible (4.7 ± 1.6 %). The 
average doses of the PTVs increase of 1.6 Gy ± 1.3 Gy [-0.5 
Gy ÷ 3.4 Gy]. Retrospective re-planning analysis showed that 
5 out of 6 (83 %) patients enrolled could had benefit from 
ART. By ART the PG average dose decreased -2.0 Gy ± 1.4 Gy 
[-3.8 Gy ÷ -0.2 Gy] in first replanning strategy (D18,OAR) and 
-3.2 Gy ± 1.7 Gy [-5.0 Gy ÷ -0.2 Gy] in case of both Target 
and OARs deformation (D18).  
 
 
 
